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4 Diagnostic Catheter Terumo Uhuuinnnpn2hg Jwpetwntp™ huJwghy wypngtnnipwutGph hwdwp: Ywhijwd

Optitorque

Jhpwhwunynn hhywunh pwzhg W yhpwhwwnynn wunphg whunnpn2hg
Jwpbwntph wwhwueynn swhtpu GU™ 5Fr, 6Fr (5Fr, 6Fr 37-40 Uj/Uny
wugntbwynrpjwdp): Ywhujwéd yhpwhwwnynn wunph wuwwnndhwlyuwl
wnwUsbwhwuwnynipjntbubphg whunnpn2hg Jwpbunbnh wywhwueynn
nbGuwyubnlu U AL-1, AL-2, AL-3, AR-1, AR-2, AR-3, AR-JP, JL3.5, JL-4.0, JL-4.0,
JL-5.0, JR-3.5, JR-4.0, JR-5.0, MP-2.5, MP-3.0, MP-3.5, MP-4.0, ST, IM, IM-Round
tip, IM-Short tip, IM-JP type, BP-JL, BP-JR, PIG, PIG-Small, PIG-145°, PIG-155°,
PIG-Round 155°, BLK-4.0, Tiger mGuwyh’ nLtuhytpuwy, upinh wye W dwfu
wunpUtph hwdwn, nwnhw| L ppwhuhw| UninbgdwUu nGwpbpnid: Snpdwwn’
hwuwn: CE MARK npwyh Jywjwywuh wnuwjnLpjnLu: Lnp £, gogunnwgnpdywé,
anpbwpwlwjhb untph| hwpbpwynpdwdp: Lapwnnd £ innGhubhywywu
gnLgwuh2utpp, wnwUbadUwhwwnynipjntbutpp W ognnwagnpddwl wunuubpp
gnpdwpwluwjhu dGnuwnpyh dwny: QwudlubinL ywhhu wdpnng
whunwubhnipjwl dwdyGunh wnujwqu 70%-h wnywjnipjntlu: MTwwunyhpwuwniu
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wwpwuph gwihup wjl zwthuny, et wnyw £ wwpwuph wdpnng
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NMNOJIHOE ONMNCAHMUE

npeaginaraeMoro Toeapa

3N.9C.®APMA B Ka4YeCTBe y4aCTHMKA B PaMKax y4acTus B 3/1€KTPOHHOM ayKLMOHe nofd KogoM EUXUMQR-2022/16-45-EMPL HuxXe

npeancrtaBadeT NoJiHoe onncaHme npeasiaraeMmMoro MM ToBapa.

Homep noTa

MpepnaraemMbiii ToBap

TOBapPHbIN 3HaK HanMeHoBaHMe TeXHNYeCcKne XxapakTepucTukmn
npon3sBoAnTeENs
4 Diagnostic Catheter Terumo AnarHoCTMYeCKnn kKaTeTep AN MHBA3WBHbLIX Npouenyp. B 3aBucumocTm ot

Optitorque

BEeCa onepupyemMoro naumeHTa n onepupyemoro cocypa, Tpebyembin pazmep
AnarHocTu4yeckoro katetepa - 5Fr, 6Fr (5Fr, 6Fr, c npoHnuaemocTbto 37-40
Mn/cek). B 3aBUCMMOCTKN OT aHAaTOMNYECKNUX 0COBEHHOCTEN onepnpyemMoro
cocypna, TpebyemMble BUOblI ANarHOCTUYECKOro KkKatetepa - AL-1, AL-2, AL-3,

AR-1, AR-2, AR-3, AR-JP, JL3.5, JL-4.0, JL-4.0, JL-5.0, JR-3.5, JR-4.0, JR-5.0,

MP-2.5, MP-3.0, MP-3.5, MP-4.0, ST, IM, IM-Round tip, IM-Short tip, IM-JP type,

BP-JL, BP-JR, PIG, PIG-Small, PIG-145°, PIG-155°, PIG-Round 155°, BLK-4.0,
Tuna Tiger, yHUBEpPCasibHbIN A5 NMPaBbiX N JIEBbIX COCYAO0B Ccepaua npwu
paguanbHoM 1 6paxmanbHoM npubnuxerHmn. dopmat: wT. CE MARK
cepTn@unKaT KadvecTtBa TpebyeTca ana nwobon noctaBneHHONW napTun. LosKeH
ObITb HOBbIM, HEMCMOJIb30BaHHbLIM, B 3aBOACKON CTEPUNBHON yNaKOBKe.
BKNIOYNTb TEXHNYECKMNE XapaKTePUCTUKN, cneundmnkaumm n npasuna
NCNONb30BaHNSA B BUAe 3aBOACKOro pykoBoacTBa. Hanmume no kpanHep mepe
70% NONHOro cCpoka rogHOCTM Ha MOMEHT OOCTaBKW. 3aKa3yuK MMeeT npaso




BO3BPaTUTb NN 3aMEHUTb pa3Mep ToBapa APYrnuMm rnpu HeobxoammocTu, npu
YyC/I0OBMM HaNN4Ynsa No KpanHen mepe 50% oT BCero cpoka rogHoCTWM ToBapa.
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